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This study used to evaluate the effect of anode heel in conventional X-ray tube 

in image quality  femur and humerus dry phantom are exposed, the image was 

obtained using dry phantom in the Modern  Medical  Center, Antalia  Center , 

Ear Nose and throat hospital  with marks in anode side and cathode  side. A 

total of 10 images was obtained using dry phantom, the exposure factors used 

to obtain the image, 50 (Kvp), 5 current time product (mAs), and the ESDs was 

established  at a reference point of 100 cm from tube focus for the range of 

current time product (mAs) and tube potentials encountered in clinical practice. 

The main results were that the densities increase toward cathode except in 

digital radiography, which are the same identify in literature, also the variation 

in densities is due to the variation in x-rays intensities but this does not affect 

on image quality especially in DR, due to wide capability of post processing of 

the image which result in enhancing image contrast and visibility and reduced 

the

effect of x-ray intensities 
variation.
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الأنود لأبنوب الاةعش لاسینیةىلع  وجدة وصلاةر الإعشاعیة ،  ھذه لادراةس ىلإ تییقم تیثأر كعب
تھدف

أجریت الإخبتارات يف لامركز لاطبي لاحدیث ومركز أنطالای وسمتشفى انذلأ اولأنف لاوحنجةر ،

، تم لاحوصلىلع  ١٠ وصر بتعریض فتناوم لافخذ لاوسادع لعشلإاع مع تحدید عضوم لاكثاود اولأنود
للحصوليلع  وصلار ، فرق جھد الأبنوب ٥٠ كیولفلوت وایتر وعاومل لاتعرض لاتي استخدمت

. او سمافة بین أبنوب الاةعش لاوفلم ١٠٠ سم ٥يلمم  امیبر/لثانية  
الأبنوب

 نحو لاكثاودك ما يف لادراسات لاتي أجریتم ن قبل ، إ لا
لاكاثفة

وكنات لانتئاج لانھیئاة تشیر ىلإ زایدة

يف حالة لاتوصیر الأعشاعي لارقمي، ویرجع الإختفلا يف لاتوصیر لارقمي ىلا الإكمیناة اولاةعس

.  وجدة وصلاةر الإعشاعیة ما بعد لاعمالةج
لتسحین
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