Comparison of Complete Blood Count Using
Digon Dcell60, Sysmex kxn-21 and URIT 3010
Haematological Analyzers

A dissertation submitted in partial fulfillment of the requirement for the
M.Sc. Degree in Medical Laboratory Science (Hematology and
Immunohematology)

Submitted by:

Hana Salah Abd Alla Nassir
B.Sc. in Medical Laboratory Science (UST 2009)(Hematology)
Qualifying Year (U of K 2012)

Supervised by:

Dr. Khalda Mergani Hamza

2017