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Abstract 

 

Computed Tomography (CT) is a diagnostic imaging modality giving higher 
patient dose in comparison with other radiologic procedures, so the calculation of 
patient dose in CT exams is very important. CT improved many diagnoses of 
diseases. The increasing use of CT in Sudan in recent years is what has to think in 
the attempt to reduce the exposure of the patient and that the risks known to the X-
ray. This study aimed to evaluate the radiation dose resulting from exposure to X-
rays during  CT . 

A total of 30 patients (adults males and females) were examined in Royal Modern 
Medical Center undergoing spiral CT scan 16 slices (in the period September 
2017-December 2017). The average age of the samples was (44) years. 
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عند استخدامھا تعطي جرعة اشعاعیة عالیة للمریض , الاشعة المقطعیة ھي تقنیة تصویر طبیة تشخصیة 
فبالتالي حساب الجرعة الاشعاعیة للمریض مھم جدا في , مقارنة مع تقنیات التصویر الاشعاعیة الاخري 

 في قطعیةمال شعةالا  تخدامإس زیادة رتعتب .التي تمتاز بدقة تشخیصیة عالیة , التصویر بالاشعة المقطعیة 
 والخطر شعاعیةالا الجرعة لخفض نالباحثی  حفزت  يالت سبابالا  من ةرخیالا السنوات في السودان

 .لھا  صاحبمال شعاعيالا

 ذات جھزةللا قطعیةمال شعةالا فحوصات عن ةالناجم یةشعاعالا الجرعة قیاس إلى الدراسة ھذه ھدفت لذلك 
 من ةرالفت في المركز الطبي الحدیثب )كور و اناث,ناضجین (مریضا 30فحص تم .  یحةرش  ستة عشرال

   .سنة  44بلغ متوسط العمر للمرضي . 2017سبتمبر و حتي دیسیمبر 
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