
 
Sudan University of Science and Technology 

 
College of Graduate Studies 

 
 

 
Assessment of kVp accuracy for X-ray department in 

Khartoum State Hospitals 
 

ولایة الخرطوممستشفیات تقییم دقة الكیلوفولت لأقسام الأشعة السینیة ب  
 

A thesis submitted for partial fulfillment for the Requirements  
Of Master degree in Medical Physics 

 
 

By: 
 

Omer Mohammed Elhadi Babekir 
 
 
 

Supervisor: 
 

Dr. Hussein Ahmed Hassan 
 

 

November 2017 

 


